Conjunctivochalasis is the presence of loose redundant conjunctival tissue in bulbar conjunctiva and is responsible for several ocular signs and symptoms such as decreased vision, discomfort, pain, dryness injections, and subconjunctival hemorrhage \[[@B1][@B2][@B3]\]. Treatment options for conjunctivochalasis include topical lubrication and steroids \[[@B1]\], simple resection of redundant tissue \[[@B2][@B4][@B5][@B6]\], electrocoagulation, and high-frequency radio-wave electrosurgery (HRES) \[[@B7][@B8][@B9][@B10][@B11]\].

Following our initial description of a simple surgical approach with HRES to treat conjunctivochalasis \[[@B11]\], the procedure has been expanded the treatment of lymphangiectasis of the conjunctiva \[[@B8]\], persistent chemosis after blepharoplasty \[[@B10]\], superior limbic keratoconjunctivitis \[[@B7]\], and conjunctival cyst removal \[[@B9]\]. However, during the follow-up period after HRES, we identified small remnant particles in the subconjunctival area in some patients. The purpose of this study was to report potential issues related to remnant polytetrafluoroethylene (PTFE) particles that may detach from the electrode coating of the needle, resulting in complications such as inflammation. To the best of our knowledge, this is the first study to report the presence of PTFE particles in the subconjunctival area after HRES.

Materials and Methods
=====================

Case series
-----------

This was a retrospective, observational case series of the medical records of patients who underwent HRES in the outpatient clinic of Kangbuk Samsung Hospital in Seoul, Korea. The inclusion criteria before initiating medical record review were 1) a diagnosis of conjunctivochalasis and 2) treatment with HRES in the previous 36 months with at least three months of available follow-up. Patients for whom the diagnosis of conjunctivochalasis was unclear and those who underwent conjunctival surgery and showed any findings of previous conjunctival pyogenic infection or inflammation before HRES were excluded. Collected data from medical charts and available anterior segment photographs were patient demographic information, previous medications, and grade of conjunctivochalasis. For grading of conjunctivochalasis, we used the lid-parallel conjunctival folds classification. Briefly, conjunctivochalasis was divided into four stages of (0) no conjunctival fold, (I) one small fold, (II) greater than two folds but not higher than the tear meniscus, and (III) multiple folds higher than the tear meniscus. To protect patient and physician confidentiality, all data were de-identified at the time of collection and reported in aggregate. No personal health information was collected. This study adhered to the principles outlined in the Declaration of Helsinki for human research, and all participants provided written informed consent. The study protocol was approved by the institutional review board of Kangbuk Samsung Hospital (2018-03-011).

Symptomatic relaxation of the redundant conjunctiva in the inferior bulbar conjunctiva was noted in all patients who underwent HRES. All procedures were performed by the same surgeon (CYC) under topical anesthesia (0.5% proparacaine) as previously described \[[@B7][@B8][@B9][@B10][@B11]\]. HRES was performed in approximately 10 to 15 locations in each bulbar area according to disease severity using an insulation-coated fine-needle electrode (Ellman Surgitron; Ellman International, Hewlett, NY, USA). All patients were postoperatively instilled and treated with topical antibiotic and steroid eyedrops (0.5% levofloxacin and 0.1% fluorometholone; Santen, Osaka, Japan) for 3 weeks.

During the follow-up period after HRES, we evaluated whether there was inflammation on the conjunctiva or foreign material present after surgery and noted any changes in shape or location of foreign bodies on slit-lamp examination and photography. We did not consider subconjunctival hemorrhage or generalized injection that occurred after the procedure to be an inflammatory effect associated with particles. However, presence of localized injection or granuloma formation around a particle was considered a particle-associated side effect. To evaluate the small, dark-gray foreign material in the subconjunctival tissue during the follow-up period, we performed cirrus high-definition optical coherence tomography (HD-OCT; Carl Zeiss Meditec, Dublin, CA, USA). To evaluate changes in reused coagulation tips, we performed imaging analysis of peeling degree of the insulated components.

Imaging analysis
----------------

Scanning electron microscopy (SEM) and energy dispersive X-ray spectroscopy (EDS) were used for imaging analysis of remnant particles from the coagulation tips after surgery.

### 1) SEM

Electrodes (new, used once, or used three times) were mounted and sputtered with gold before being examined via high-resolution scanning electron microscope (Quanta Inspect F; FEI Co., Hillsboro, OR, USA) with a spatial resolution of less than 1 nm. Secondary electrons were probed to obtain SEM images at a typical acceleration voltage of 10 kV.

### 2) Element analysis with SEM/EDS

Element analysis is a technique used to analyze the chemical makeup of a sample. To enable qualitative and quantitative microanalyses, an energy-dispersive X-ray spectrometer (silicon drift detector; Oxford Instruments, Oxford, UK) was attached to the SEM. As a type of spectroscopy, this approach investigates a sample based on interactions between electromagnetic radiation and matter and analyzes X-rays emitted by that matter in response to bombardment with charged particles.

Results
=======

A total of nine eyes (4.2%) of eight patients from a total of 212 eyes seen over the preceding three years were identified as having dark-gray lesions in the subconjunctival space during the follow-up period on slit-lamp examination ([Table 1](#T1){ref-type="table"}). Patient age ranged from 55 to 72 years, with a mean of 61 years. There were no complications during the procedures except subconjunctival hemorrhage in six cases. All other routine ophthalmic examinations were within the normal range. Conjunctivochalasis was evaluated according to the lid-parallel conjunctival folds classification system. Using this system, 11 eyes were categorized as stage II conjunctivochalasis, and four eyes were categorized as stage III. Symptoms resolved in all patients with stage II conjunctivochalasis and were improved significantly for those with stage III conjunctivochalasis with respect to duration and intensity. All patients reported satisfaction with the results. No major complications were detected during the follow-up period.

All the lesions (0.3 to 0.5 mm in size) from patients at the inferior bulbar conjunctiva were located at the site of HRES ([Fig. 1](#F1){ref-type="fig"}, [2](#F2){ref-type="fig"}, [3](#F3){ref-type="fig"}). Cirrus HD-OCT revealed focal hyper-reflection signals with posterior shadowing in subconjunctival tissue different from the surrounding structures, blood vessels, and melanin pigment, suggesting the presence of foreign particles ([Fig. 4](#F4){ref-type="fig"}). No changes in shape or location of particles were noted during the follow-up period.

SEM and EDS imaging of insulated electrode tips
-----------------------------------------------

SEM imaging showed that new electrodes had a well-wrapped PTFE and a smooth and regularly coated surface ([Fig. 5A, 5B](#F5){ref-type="fig"}). However, after use of the device for HRES, we observed several peeled-off particulates ([Fig. 5C, 5D](#F5){ref-type="fig"}). In addition, isolated PTFE particles that had been removed from the shaft were observed ([Fig. 5E, 5F](#F5){ref-type="fig"}).

We next performed scanning SEM/EDS, focusing on the area where the PTFE coatings were suspected to be located on the insulated shaft and the tip of the electrode. The results showed that the part of the electrode without electrical insulation ([Fig. 6A](#F6){ref-type="fig"}) was composed of wolframium (tungsten) ([Fig. 6B](#F6){ref-type="fig"}); however, in the portion of the shaft with insulation ([Fig. 6C](#F6){ref-type="fig"}), we identified an increased peak for fluorine at 0.68 keV ([Fig. 6D](#F6){ref-type="fig"}). The high compositions of carbon and fluorine were attributed to the PTFE coating on the shaft. EDS revealed that the part without insulation contained 93.12% wolframium, 4.11% carbon, and 02.77% oxygen, while the insulated part of the electrode contained 36.45% wolframium, 29.60% fluorine, 26.85% carbon, and 7.09% oxygen ([Fig. 6B, 6D](#F6){ref-type="fig"}).

Discussion
==========

Conjunctivochalasis has traditionally been treated using eyedrops and surgery during which sutures are used to rejoin margins after conjunctival resection \[[@B1]\]. One surgical technique consists of creating a simple crescent excision of the inferior bulbar conjunctiva \[[@B1]\]. The HRES system minimizes postoperative discomfort and promotes fast healing without suture problems in ophthalmic disease. HRES is a quick, safe, and effective surgical option to resolve various diseases of the ocular surface. Indeed, the indications for HRES include conjunctivochalasis \[[@B11][@B12]\], lymphangiectasis of the conjunctiva \[[@B8]\], persistent chemosis after blepharoplasty \[[@B10]\], superior limbic keratoconjunctivitis \[[@B7]\], and removal of conjunctival cysts \[[@B9]\].

Institution- and department-specific differences exist for electrocautery surgical procedures in ophthalmic fields for conjunctival surgery and other general surgical conditions. In conjunctival surgeries, a sharp, fine tip is used to penetrate the conjunctival tissue, and coagulation is performed within the closed tissue. Conversely, non-ophthalmic procedures typically utilize the surface of the wound to dissect tissue and/or control bleeding. Penetration of the coagulation tip into tissue is more likely to promote resistance to the insulation-coated portion, causing PTFE to dissociate from the tip shaft and become enclosed within the tissue.

We hypothesized several mechanisms by which PTFE-wrapped devices may lose PTFE. First, repeated heating and high-frequency radio waves may render the coating unstable. With very little additional force, the coating material could be weakened and peeled off. Second, during repeated penetration of the conjunctival tissue, the surface resistance of the shaft may alter the stability of the insulation coating. Lastly, the sterilization process necessary to reuse the electrodes could affect the stability of the surface structure of the tip. Following damage by these mechanisms, it is possible that the PTFE coating be removed from particles at the surgical site.

PTFE is a fluorocarbon solid and is considered nonreactive due to the strength of carbon-fluorine bonds. In animal experiments, PTFE has been linked to a wide range of health concerns, including liver toxicity \[[@B13][@B14]\]; mortality \[[@B13][@B14]\]; decreased body weight \[[@B13][@B14]\]; developmental delays \[[@B13]\]; behavioral changes \[[@B15]\]; abnormal mammary-gland development \[[@B16]\]; and changes in hormone levels (e.g., estrogen, testosterone, and decreased thyroid hormones) \[[@B13][@B14][@B17]\], cholesterol levels \[[@B18][@B19][@B20]\], the immune system \[[@B21][@B22][@B23]\], and cell cycle \[[@B24][@B25]\], among other effects \[[@B26][@B27][@B28]\]. HRES is performed at a relatively low temperature where PTFE is considered stable and nontoxic \[[@B29]\]. However, no studies to date have evaluated the safety of retained PTFE particles \[[@B30][@B31][@B32]\], including in the subconjunctival surgical site. In our study, HD-OCT images revealed focal hyper-reflection signals with posterior shadowing in the subconjunctival area. These signals did not appear to be natural conjunctival structures such as blood vessels or lymphatics. Thus, the pathologies observed in these patients were attributed instead to particles of foreign material.

The limitations of this study were the relatively short follow-up period, small sample size, and retrospective study design. As a result of these limitations, we were unable to assess preoperative anterior photography. A larger series with long-term follow-up is needed to confirm the incidence rate of remnant particles in HRES for conjunctivochalasis and to establish whether PTFE undergoes widespread distribution throughout the body or affects other organ systems. In one case in our study, the remnant particles were located near the conjunctival vessels and absorbed through lymphatic channels, which could theoretically cause systemic side effects. Overall, we found that the incidence of remnant particles was approximately 4% to 5% of 200 cases. As PTFE has a half-life of 4 to 5 years, the possibility of systemic side effects of PTFE should be taken seriously. In addition, if any changes to the lesion site are observed, additional surgical resection may be needed.

In summary, some patients may present with subconjunctival remnant particles of PTFE following HRES. No inflammatory reactions were observed among these patients. However, we should remain aware of the possibility of remnant PTFE particles in subconjunctival tissue and related complications, including migration of particles and other systemic side effects.
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![Slit-lamp photographs of a dark-gray lesion at the inferior bulbar conjunctiva (arrow) observed in a 63-year-old woman. No observed changes were observed in the lesion 3 months after surgery: (A,B) 1 month postoperatively and (C,D) 3 months postoperatively.](kjo-33-8-g001){#F1}

![Slit-lamp photographs of a dark-gray lesion at the inferior bulbar conjunctiva (arrow) observed in a 67-year-old woman. No observed changes were observed in the lesion 3 months after surgery: (A,B) 1 month postoperatively; (C,D) 3 months postoperatively.](kjo-33-8-g002){#F2}

![Slit-lamp photographs of a 57-year-old man. One month after surgery, several tiny dark-gray lesions at nasal and temporal conjunctiva (arrow) were observed: 1 month postoperatively (A) at the nasal conjunctiva and (B) at the temporal conjunctiva.](kjo-33-8-g003){#F3}

![High-definition optical coherence tomography images of a 63-year-old woman (right eye). Three months postoperatively, high-definition optical coherence tomography image showed a focal hyper-reflection with posterior shadowing (arrow) in the subconjunctival area.](kjo-33-8-g004){#F4}

![Scanning electron microscopy images of the shaft of an insulated tip. (A,B) A new insulated fine-needle electrode. (C,D) A partially damaged insulated surface after a single use. (E,F) A severely damaged insulated surface after multiple uses. A large polytetrafluoroethylene particle peeling away from the shaft was noted (arrow) (scanning electron microscope, ×200, ×500).](kjo-33-8-g005){#F5}

![Scanning electron microscopy (SEM) and energy-dispersive X-ray spectroscopy spectrum (EDS) images of the shaft of an insulated tip: (A) SEM image (×1,000) of the tip without insulation. (B) EDS image of the tip showing a prominent peak for wolframium (W) as well as other associated elements, including carbon (C) and oxygen (O). (C) SEM image (×1,000) of the insulated shaft. (D) EDS image of the shaft showing a prominent peak for fluorine (F) as well as for other associated elements, including C, O, and W. W = wolframium; C = carbon; O = oxygen; F = fluorine; Wt% = weight percent; At% = atomic percent; ZAF = ZAF corrections.](kjo-33-8-g006){#F6}

###### Baseline clinical information of patients with conjunctivochalasis undergoing high-frequency radio-wave electrosurgery
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CCH = conjunctivochalasis; VA = visual acuity; SCH = subconjunctival hemorrhage.
